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SEARCH ENGINES AND CRITERIA USED FOR BIBLIOGRAPHY



Search Criteria for Bibliography

A literature search was done utilizing WWW.ORTHOGUIDE.COM that includes a
Medline Search designed for orthopedics. The keyword search criteria was “constrained,
hip”. The date of publication was not specified, so the search was for all articles Ii-em
1967- present. Each document found has a link to ii-uther refine the search by clicking
(see Related Articles). This was done to search for the articles that included constrained
acetabular components. Articles were chosen that contained information on the use of
constrained acetabular prostheses, such as those defined in this petition. Articles were
excluded that did not report on the usage of constrained acetabular prostheses. References
10-18 were chosen in this manner, Please refer to the attached sample screens from the
ORTHOGUIDE web page.

—

References 1-9 were chosen for the large number of cases reported. The keyword search
criteria was “hip, dislocation”. These references were used to establish an overall
dislocation rate following total hip arthroplasty.
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REVISED BIBLIOGRAPHY &

COPIES OF TWO ADDITIONAL ARTICLES

The revised bibliography (with references 17& 18 added) replaces pages 170 and 171 in
the original petition. Copies of the articles are atached,
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Dislocationand F@ure of an
Articulated Total Hip Replacement
A Case Rqort

Wdliam Jay Bryan, MD*
Robert E. Reeve, BS_/’

Case Report

A 54-year-old woman with primary osteoarthritis of the
left hip underwent a cemented, mechanically-articulated
total hip replacement 6 years prior to presentation (Fig. l).
She had been a community ambulator until 6 months prior
to admission when she began to have progressive, activibj
related anterior left hip pain. Three days prior to admis-
sion, there was sudden increase in left hip pain and
inability to bear weight. Radiographs taken at this time are
seen in Figure 2. It was assumed that the vertical] y-
positioned acetabular component had become loose with
secondary hip dislocation.

In the operating room, the patient’s hip was opened
through a lateral approach. Gray reactive synovium,
indicative of metal-to-metal wear, tilled the hip cavity The
acetabular component was not loose but had been
cemented in a vertical position. The chrome cobalt con-
straining ring had abmded the titanium femoral compo-
nent neck leading to severe structural wear (Fig. 3A, B).
l%e worn inferior edge of the acetabular component is
shown in Figure 4. The constraining ring had fatigue
fractured, allowing the femoral prosthesis to dislocate
from the acetabular component.

The entire prosthesis and all surrounding bone cement
were removed. The slotted and fluted femoral com~onent
desism used in conjunction with pressurized cemc;t tech-
niqu; required spl;tting of the femoral shaft to remove the
femoral component. Cementless acetabular and femoral
components were implanted (Fig. 5). me patient was
discharged without complication and began a partial
weight bearing program for 3 months. At 9 months follow-
ing revision, the patient is pain-free, and uses a cane for
walking.

No sequelae from the massive titanium release have
been noted.

*Assistant fr~essor, Orthopedic Sur,geV, and tktedira[ SIudem,
Baylor Coliege @Medicine, Houston, Texas.

Reprint requests: Dr Bryan, Fondren Or~hopedic Group, 6560 Fann(n
#2100. Houston, 7X 77030.

Fig 1: SRN Total Hip Prosthesis featuring a metal-backed
polyethylene acetabular socket, a chrome-cobalt ring which
constrains the 28 mm femoral head. Tbe head is welded to a
titanium neek and stem which is slotted both laterally to
medially (cross slots) and longitudinally (self-broaching
flutes).
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Fig. 2: Radiograph of a dislocated acrylic-cemented articula-
ted SRN Total Hip Prosthesis. The vertical cup position and
surrounding radiolucent line gave the impression of compo-
nent looseness. Note the fragmented constraining ring which
has migrated into the soft tissues medial to the femoral
component.

Discussion

Articulated total hip replacement has played a limited
role in the orthopedist’s approach to hip replacement.
Retrospective reviews of articulated total hip systclms are
few and indicate that this technique should be used in
patien[s who are at high risk for postoperative implant
dislocation.3J These include patients with pronounced
hip girdle muscle weakness, revision cases where sur-
rounding soft tissue constrains to hip stability are lost,
and in elderly and disoriented patients who woulci not be
able to foll(xv the recommended postoper:l[ive hip posi-
tioning.

To our knowledge this is the first case of an articulated
total hip replacement which failed due to fatigue fracture
of the constraining ring with eventual hip dislocation. This
model of total hip replacement (SRN Total Hip Prosthesis)
features a titanium-backed, ultra-high molecular weight
polyethylene acetabular component. A chrome cobalt
constraining ring secures the 28 mm head within the
acctabular socket. The femoral head cannot dislocate with
the constraining ring intact. The femoral component head
is welded to a tivanium (TL6AL 4V) neck and stem which
has numerous surface irregularities said to be present for
bony ingrowth (although the product brochure describes
cement fi.lation).

While the surgeon might have felt that the articulated
no’ure of this prosthesis allows more liberty in acctabulor
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Fig. 4: The inferior edge of the acetabular cup is worn from
contact against the femoral component.

cup placement, such was not the case. Chronic impinge-
ment of the constraining ring against the femoral compo-
nent neck surface eventually resulted in its fatigue fracture
and hip dislocation. Femoral prosthesis fracture is a rec-
ognized phenomenon with a seemingly minor crack or
scratch able to initiate catastrophic failure, 1,2In this case,

severe structural wear of the femoral component required
replacement. This was unfortunate; in this case the
femoral component was not mechtinicaliy loose or mal-
positioned. A cemcntless implant systcm was chosen
since cement pressurization techniques were lost with
splitting of the femoral shaft, Em-ly clinical success, while
encouraging, requires longer follow up before con-
clusions can be made.

A rather profound reaction to the abraded polyethylene
and femoral component titanium was seen. Tissue reac-
tion to titanium and its alloys led to the formation of a
fibrous tissue capsule formed of granulation tissue con-
taining macrophages and foreign body giant cells.5 The
histological sections of resected tissue in this case showed
no evidence of metaplasia or neoplasm.

A unique case of total hip failure has been presented,
Surgeons contemplating the use of an articulated total hip
system shouId be aware ofthis complication if component
malpositioning occurs.

Fig. 5: Radiograph of postoperative revision to a cementless
system featuring a metal backed screw in acetabular compo-
nent and porous metal femoral component. Several Parnhan
bands were necessary along with bone graft to reconstitute
the proximal femur which was surgically split.

References
I Burstcin AH, WrightTM: Neck fractures of femoral prosthesis. J

Ilkme Joiru Sr{rg 1985; 67 A:497-499,
2. Galante J: Causes of fractures of the femoral component in total hip

replacement: Current concepts review. J Bone Joinf .Sur~ 1980;
62A :670-673.

3. Racfulovic B, Kenig I, Radovanovic M: Indications fnr Seva.sh rype
total hip prosthesis, in Chanley J (cd): Low Funcfiorr Arfhrop/as[y (f(he
Hip Springer- Vcrl~g, 1979, pp. 74-81,

4 Russ in LA. Sonni A: Indications for the use of a constratrted T[{R
prosthesis. Orf/ropmJic Review 1981; 10:81-84.

5. W!llert HG, Semlitsch M: Tissue reactions to plastic and metallic
near products of joint endoproslheses, in To(uI ff~p Pro.\ fhesm, f3al-
{irnore. Williams & Wilkins, 1976, pp 205-239.
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Indications for the Use of
a Constrained THR Prosthesis

Lester A. Rtisin, ,VfD’~and Mok Sonni, iVBl?S**

This paper describes the insertion ofa Russin-

Sivash constrained to[al hip prosthesis in the
right hip of a 56-year-old woman l.”ith a 27-year
history of multiple hip prosthesis failures.
Constrained prostheses such as the Russin-

Sivasln are not ok’erly popular in the l;nited
States, but are used extensivel~ in the Soviet

Union and Eastern Europe. This case is pre-

sented to illustrate [he indications for use of a
constrained prosthesis.

Case Report
The patient sustained a fncrure of the neck

of the right femur when she was s[ruck by a car

in 1950. The pins used in June 1950 to repair
the frac[ure went through the femorzd head and

penetrated the acetabulum (Fig 1.+). The

fracture began m collapse. causing pain. The
pins were removed in December 1950. Sub-

sequently the femoral head dislocated. The
fracture failed to unite and infection set in
(Fig. lB).

TO combat the infection. a Girdles[one Pr~

cedure was performed in Februa~ 1951 (Fi~
1C). After tht infection ~’as eliminated, :i Jucfec
prosthesis ~as installed. The Judet prosthesis

faiIed in March 1953. and was replaced wizh a
~inneapo]is metal prosthesis.

*Dr. Russin is Emeritus Chairman, Department of

Orthopedics and Rehabilitation. Mount Sinai Medicd

c~re~, .Miami Eeaeh, Flori&.
*.Dr, Sonni ~~ ~ Resident in Orthopedic S~rger V,

Dqmrrmm[ of Ofiop=dics and Rehabzlication. Mount
Sinai Medical Center. .Miarni Beach. Florid=

The srem of che .Minneapcdis metal prosthesis
fmcrured in .%ugust 1972 causin~ pain in the
hip (Fig. ID). II was replaced wi~~ a Tronzo
total hip prosthesis (Fi S 2A). Stweral monlhs

lacer the femoml shaft frac[ured at rhe distal
end of the femur, below the prostksis. “This

fracture hea)rd uneventfully, but later a re-
currence of pain signaled loose ninS of the
Tronzo prosthesis itself. It was rerno~red in

Janua~ 1974 and a Becko[ tom] hip prosthesis
inserted.

The Bechcol prosthesis was prone [o recurrenz
dislocations and subluxation (Fig 2B). In an
attempt to prevent them, a lateml wnsfer of the
greater trwhanter was performed in OcLober
1974. However [he disl~ations continued. The

patient was referred to us in .4ugust 1977.
On examination, the right hip re%’ealcd

ilexion to SO” with pain, abduction to 45’
and adducrion to 3(F. W%en the hip Wras placed
in 1Y external rotation, the prosthesis appeared
to subluxaLe; reduction occurred w-hen Lhc hip
u“as placed back into internal rota~ion. AISO

no~ed was an 8.9 cm shortening of Lhe right
lo~er extremity. .%dmission x-rays revealed
marked oswopenia of the femur ~’ilh lucenc~
around the dista I portion of the prosthesis
wi[hin the shaft of the Femur. suggcscing that ‘“

the prosthesis had become loose, .%drcision was
made [o remove [he Bechtol prosthesis :>nd

substitute a Russin-Si\ash constrained TOL~lhip
prosthesis.

Surgem was performed on .XU: US!5?3. l!?~~.
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F~ 1. (A) f~[lure of oricinat fracrure repair, The pins went rttrovgh @? femorsl hea< and penetrated the aceia~uium. The f=CrW9.
srafiea to cohpse, catising pain. June. T950. (E) DIsIoc2rion of femoralf?ead ?o{[owing mmova/ of pins. The f?acture failed [0 unite

and infecrionw in. December. 1950. (C) Girdlestone procedure performed to cornbar .hfec:im. February. 7957. (D) ~em
fracture of Minneapolis metal prosihes;s, causing pa-n ;n !t?e hip. August, 7972.
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The Bechcol prosthesis and associa~cd old
cement were removed. the femoral shaft :~nd

acetabulum prepared to receive the new pros-

Thesis, and he Russin-Si~ash Cons[mirled ~o[al
hip prosthesis inserted and cemented in place
with methyl methacrylate.

The patient’s postoperative course was rela-

Fig 2. (Aj Tronzo loral hip prosthesis hserred m repface Mkmeapofis metal prosthesis.
August, 7972. (5) B=hmf ~o=[ h;P

pmsnesjs in dislocated state. D@ocarkms and subluxatbns orxwred repeatedly wir.h rhe i?ech:ai prosthesis. larwa~. T974. (C)
Ru.ssin-Sivash consVained tot?lhip vosTnesis 75 Uiys Mwr insefrh. Seprember. 7977.
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tively uneventful. She was allowed outofbedin

a chair on the third postoperative day. Gait
craining with pamiaIweightbeanng on the right
hip began on the seventh poscoperacive day. She

soon became ambulatory ttiirh the aid of
crucches. Stitches were removed 12 days post.
operatively, and the patient was discharged
16 days pos~opemively. Postoperative x-rays
(Fig 2C) showed good placement of the
prosthesis.

Following insertion of ~he Russin-Sivash con.
strained totzd hip prosthesis, the paxienc has
remained pain”fme and enjoys urdimired ambu-
[acion with the aid of a cane. “rhe right hip flexes
to 6(T’, atxducrs to 50’, and adducu to W. It is

capable of 7P external roration and 10’ inLernal
rotation. Be=use the patient’s right leg remains

$.9 cm shorter than her !efc, her right shoe was
provided with a 5.1 cm lift on-the heel and a
3.8 cm Iift on the sole.

Discussion

The patient described above undcrwen[
multiple procedures for repair of her righ[ hip
over a 27-year perid. The review of her his[o~,

examination, and x-rays prior to the 1977

surgecy cook into account the kinesioIogicaI
features, the previous shortening of her right

leg, muscle 10SS. and 10SS of strength in the
remaining hip. muscles (especially rhe abduc-
tors), pocerttial technical difficulties rewl[ing

from chc loss of Iarsdrnarks, and the paticnc’s
t,”or~ over the prospect of future diskcations.

These Corisideracions all led us to conclude d~at
only a constrained total hip prosthesis would be
suitable in this instance.

our previous experience with two aduit
cerebral paIsied patients and one patient with

ar[h rosis of the hip and associated Parkinson’s

disease has ordy verified and reinforced our
opinion as to Ihe efficacy of the constrained
toml hip prosthesis in this ~ype of condicion.

Sunlxm.ry
.%case report illustmres the indications for

e of a constrained COcal hip prosthesis. The
; ~tient had experienced several previous hip
prosthesis faiIures. Amon$ the indications for
insertion of a consmtined total hip prosthesis
~,er~ kinesiologicd features, previous shorten-

ing of the right kg, Ioss of musculature, and
loss of strcn~h in remaining musculature in
zhe hip region. Following insertion of a Russin-
Sivash constrained total hip prosthesis in 1977,
the puient has remained painfree and enjoys
unlimited ambulation w.i[h ~he aid of a cane.

Clinical Use of Hyperbaric
Oxygen Conference in June

The Sixth .~nnual Conference on the Clinical Application of Hyperbaric
Oxygen wilI be held June 10– 12 at the Memorial Hospital \fedical Center of
the University of California, long Beach. Calif.

Currendy accepted uses of hyperbaric oxygen will be discussed in pIenaq
sessions at the clinically oriented conference. This wi~l include che presentmion
of original papers, workshops, sound slides and scientific exhibits,

For further information contacr G. B. Hart, M), Director, Baromedical
Department, Memorial Hospital .Medical Ccl)ter, 2S0 I .>dantic .A~enue. Long
Beach, California 90801.



SUMMARY OF CEMENTED/ UNCEMENTED PROCEDURES

DEVICE TYPES

The information in these summaries is limited by availability.



NUMBER of CEMENTED& UNCEMENTED PROCEDURES
FROM PUBLISHED ARTICLES

ACETABULAR CUPS FEMORAL STEMS
Cemented IJncemented Cemented Uncemented

REF. #10 -. 2
REF. #11
REF. #12
REF. #13
REF. #14 12
REF. #lE
REF. #16
REF. #17

19
1
2

36
89

2
57

1

<21 undetermined>
<1 undetermined>

1 1
33 5
92 9

2
<57 Undetermined>

1

TOTAL 15 207 127 18
79 undetermined

FROM BIOMET RINGLOC STUDY

ACETABULAR CUPS
Cemented Uncemented

TOTAL 22 60
<72 Undermined>

FEMORAL STEMS
Cemented Uncemented

37 33
<84 Undetermined>



RECLASSIFICATION PETITION - CONSTRAINED HIP

Summary of Devices and Fixation Methods

REFERENCE
10. Anderson, M.J., Murray, W.R, Skinner, H.B.: Constrained Acetabular

Components. ~rnd of Arthroplasfi, 1994 February, 9(l): 17-23

Number of Cases: 22 consecutive (1 tumor case excluded leaving21)
Acetabular Description:

Polyethylene liner: S-ROM Constrained Acetabular Liner
Metal shell: Porous-coated Arthopor (Joint Medical Products Corporation)

Previous procedure
Acetabular Cups in Place
13 uncemented porous coated cups
5 cemented metal-backed cups
2 cemented all-polyethylene cups
1 bipolar cup

Constrained procedure ( 8 cases required liner change only)
Acetabular metal shell
19 uncemented porous-coated Arthopor shells
2 cemented Arthopor 11shells

Acetabular liner
22 S-ROM constrained acetabular liners

Note: Femoral components were not identified other than the femoral head size of the 18
previous THA dislocation patients: 6 cases with 26mm, 11 cases with 32mm, and 1 case
with a bipolar.

REFERENCE
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Number of Cases: 1 case history (stated that 6 cases were performed over 4 years)
Acetabular Description:

Polyethylene liner: S-ROM Constrained Acetabular Liner
Metal shell: S-ROM porous-coated metal shell

Previous procedure: Girdlestone (7 years old procedure)
Acetabular Cup in Place: none

Constrained procedure
Acetabular metal shell and liner: ~Jncemented porous-coated S-ROM shell & liner
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Number of Cases: 2 case reports
Acetabular Description:

Polyethylene Iinetv S-ROM Constrained Acetabular Liner
Metal shell: S-ROM porous-coated Supercup

Previous procedure
Acetabular Cups in Place
2 uncemented porous-coated S-ROM Supercups (most recent previous procedure)
Femoral Stems in Place
1 cemented #3 Precision Stem (Howmedica) w/allografi and 2 AO plates
1 uncemented unknown w/28mm head

Constrained procedure
Acetabular metal shell
1 uncemented 60mm Arthopor H
1 uncemented 6 lmm porous-coated S-ROM Supercup
Acetabular liner
2 S-ROM Constrained Acetabular Liners ( 1 32mm & 1 28mm)
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Number of Cases: 56 consecutive ( 1 lost to follow-up)
Note: Of the 56 consecutive cases 10 constrained cups were implanted with cement and
40 were implanted without cement. 8 uncemented cups were liner replacements only.
38 patients were living at latest follow-up and 16 had died of unrelated causes.

Acetabular Description:
Polyethylene liner: Omnifit Constrained Liner (Osteonics)
Metal shell: Osteonics Metal Acetabular Shell

Previous procedure
Acetabular Cups in Place
7 Girdlestone (no implant)
2 Arthrodesis (no implant)
47 unknown (various types)
Femoral Stems in Place
40 well fixed femoral stems of various types (33 cemented, 7 uncemented)



Constrained Procedure
Acetabular metal shell& liner
38 Living Patients
27 uncemented new Omnifit shell& constrained liner

7 uncemented old shell and new Omnifit constrained liner
I cemented new Omnifit constrained liner directly (no metal shell)
2 uncemented old shell& new Omnifit liner cemented into shell
1 lost to follow-up

Femoral Stems
38 Living Patients

9 cemented new femoral stems (type unknown)
24 cemented old well-fixed femoral stems (ieft in place)

5 uncemented old well-fixed femoral stems (left in place)
Note: No new stems were implanted without cement.
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Number of Cases: 101 (in 98 patients)
Acetabular Description:

Polyethylene line~ Omnifit Constrained Acetabular Bearing Insert (Osteonics)
Metal shell: Osteonics standard profile metal acetabular shell

Previous procedure
Acetabular Cups in Place
9 well-fixed Osteonics uncemented metal shells (Iefl in place)
remainder unknown

Constrained procedure
Acetabular metal shells & liners
6 new Osteonics liners cemented into old shells (types unknown)
6 new Osteonics liners assembled into cemented new Osteonics metal shells
9 new Osteonics liners assembled into old uncemented Osteonics shells

80 new Osteonics liners assembled into new uncemented Osteonics shells
Femoral stems

39 cemented stems Iefl in place (types unknown)
8 uncemented stems lefl in place (types unknown)

53 cemented new stems (types unknown)
1 uncemented new stem (type unknown)
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15. Kaper, R P., Bemini, P.M.: Failure of a Constrained Acetabular Prosthesis of
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561-5

Number of Cases: 2 case historiesare detailed (from a total of 4 failures of 12 cases)
Acetabular Description:

Polyethylene line~ S-ROM Constrained Acetabular Liner
Metal shell: S-ROM porous-coated shell

Previous procedure
Acetabular Cups in Place
2 uncemented S-ROM porous-coated constrained acetabular cups
Femoral Stems in place
1 uncemented SRN Femoral Component (Joint Medical Products Corp.)
1 uncemented Porous Coated Anatomic (PCA) femoral stem

Constrained procedure (latest of multiple revisions -2 case histories)
Acetabular metal shell
2 uncernented S-ROM porous-coatea metals 41s
Acetabular liner
2 S-ROM Constrained Acetabular Liners
Femoral stems
2 uncemented ( 1 retained SRN and 1 retained PCA)
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Report on The S-ROM Constraining Acetabular Insert: A Retrospective
Clinical Experience. (%thouedics, 1991 March, 14(3): 297-303

Number of cases: 57 cases (55 patients)
Acetabular Description:

Polyethylene liner: S-ROM Constrained Acetabular Insert
Metal shell: S-ROM Porous-Coated Supercup

Previous procedure
Acetabular Cups in Place
Unknown
Femoral Stems in Place
Unknown

Note: The article reports the primary diagnoses only, and that there were 51 revision
cases and 6 primary cases performed with the constrained S-ROM cup.



Constrained procedure
Acetabular metal shell

57 uncemented S-ROM Porous-Coated Supercups
Acetabular liner

57 S-ROM Constrained Acetabular Inserts
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Number of cases: 1 case (case history)
Acetabular Description:

Polyethylene liner: SRN mechanical y articulated polyethylene socket
Metal shelh SRN metal shell

Previous procedure
Acetabular Cup and Femoral Stem in Place

1 cemented SRN Constrained Total Hip Prosthesis

Revision Procedure
Acetabular Cup and Femoral Stem Used

1 uncemented metal backed screw-in acetabular component (unknown type)

1 uncemented porous-coated femoral component (unknown type)
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Orthopedic Review VOIXNO.1, January 1981

Number of Cases: 1 case (case report)
Previous procedure: cemented Bechtol prosthesis
Constrained Procedure: cemented Russin-Sivash Constrained Total Hip Prosthesis


